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The stents’ adaptability and safety in realistic and idealized stenotic coronary model
were compared to investigate the influence of artery geometry parameter on stent fatigue
life. The stents’ fatigue resistance ability was calculated using Goodman diagram, and
the cycle to failure, the fatigue life, and the fatigue safety factor (FSF) were analyzed.
Although the peak top of the von Mises stress was located at the bending area of crowns,
the stress distributions were different in the two models. Considering the safety and
accuracy, it is necessary to use a realistic geometric model to calculate the stent fatigue
performance.
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1. Introduction

Nowadays, stent intervention has become a common method for clinical treatment
of cardiovascular diseases [Lloydjones et al. (2010)]. Currently, more than 85% of
coronary interventions involve stents [Almangour et al. (2013)]. However, stent fail-
ure and fracture (SF) is an inherent risk of stenting [Almangour et al. (2013)].
Fractured stents may lose their ability to scaffold occluded arteries and then cause
restenosis [Scheinert et al. (2005)], thrombosis Bessias et al. [2005], or artery per-
foration [Lewitton and Babaev (2008)]. The FDA requires that the stents should
survive at least for 4×108 cycles (10 years equivalent) without exhibiting failure.
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Computational models have been widely used for their ability to replicate
the biomechanical response of medical devices under physiological conditions.
Researchers usually simulate the stenting by using the idealized models. From
a mechanical point of view, the complex biomechanical environment caused by
plaques may lead to SF [Morlacchi et al. (2014)]. Therefore, researchers have used
realistic models in recent years to evaluate the mechanical performance of stents
[Auricchio et al. (2011); Ragkousis et al. (2104); Gijsen et al. (2008); Petrini et al.
(2016)]. The researchers have also analyzed the fatigue parameter based on the
expansion of stents by using the simple idealized models [Hsiao et al. (2012, 2014)].
There are only a few researches on the fatigue parameter with a realistic coronary
model, which provide new insights into the design and failure mechanism of the coro-
nary stent [Marrey et al. (2006)]. Dordoni et al. (2014) thought the plaque shape
played an important role in the fatigue behavior. Based on these situations, the
mechanical parameters and fatigue prediction by using a realistic geometry model
is worth analyzing.

In this study, the mechanical comparison between an idealized model and a real-
istic model was performed to investigate the influence of artery geometry parameter
on the fatigue life of the stent. Structural finite element models were implemented
to simulate the stent expansion in a realistic model of stenotic coronary artery.
The von Mises stress in the stent, plaque and vessel wall in an idealized model and
a realistic model were compared to quantify the response with the presence of a
realistic geometrical plaque and arterial vessel.

2. Methods

The mechanical loading, either monotonic or cyclic loading can cause stent failure
during deployment or service, respectively. Cyclic loading is due to the pulsatile
blood pressure or due to bending, torsion, or tension/compression of vessel move-
ments to the stent [Auricchio et al. (2015)]. Most of the researchers considered that
the pulsatile blood pressure and vessel movement bending could affect the stent
fatigue [Morlacchi et al. (2014)]. In this study, we consider that cardiac wall move-
ment is more significant in the deformation than in the displacement, and we will
focus on the fatigue failure due to pulsatile blood pressure loading to save the
computational workload.

To investigate the effects of cyclic blood pressure on the fatigue resistance of the
stent, the Goodman diagram as well as the fatigue performance parameters, such as
the cycle to failure, the fatigue life and fatigue safety factor (FSF), were analyzed.

2.1. Reconstruction of the 3D model

We processed the CT angiography (CTA) image of a stenotic coronary artery of
a 56-year-old male patient by using Mimics 15.0. According to the CTA data of
left coronary artery (LCA) lesion (Fig. 1(a)), we reconstructed a 3D model of coro-
nary vascular tree using the software “Freeform Plus 2013”, as shown in Fig. 1(b).
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Fig. 1. (Color online) 3D model reconstruction of coronary artery. (a) CTA image of a stenosed
coronary; (b) 3D reconstruction of coronary tree from CTA; (c) coronary artery lumen (dark grey),
reconstructed plaque (dark red) and outer vessel wall profile (light grey); (d) the geometry size of
the realistic atherosclerotic lesions of blood vessels.

The stenotic segment in the red marker illustrated the presence of the plaque. The
realistic plaque geometry can be obtained from the logic subtraction between the
imagined healthy artery and the stenotic artery lumen. Since the vessel wall thick-
ness can’t be obtained from the CTA images, we constructed the lumen surface by
expanding 0.35mm outward to establish the vessel model with uniform thickness
according to the clinical data, as shown in Fig. 1(c). The internal diameter of the
blood vessel was 1.62mm, the length of the stenosis (i.e., the length of the plaque)
was 4.62mm, and its diameter was 0.87mm. The stenotic ratio of the diameter was
46.3%, as shown in Fig. 1(d).

The size of the narrow blood vessels was taken into consideration to ensure
the implementation of the percutaneous coronary artery. The 3D geometry of
the repeatable units of the stent was generated by using Pro/Engineer Wildfire
5.0. There are six-unit cells linked by I-link bars to form a circular stent, and
each single unit cell consists of 12 crowns with square shaped struts, as shown in
Fig. 2.

2.2. Meshed models and material property

Finite Element Method (FEM) was applied to simulate the stent expansion in the
coronary artery and the subsequent deformation under cyclic loading conditions for
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Fig. 2. Geometrical model of the stent with I-link.

diastole and systole. The commercial FEM tool, ABAQUS/Standard 6.13, was used
to run the simulations.

The material properties of these models were extracted from the literature, and
the stent was made of 304 stainless steel [Qiao et al. (2014)]. According to Pericevic
et al.’s research [Pericevic et al. (2009)], the plaque without calcification or with a
low level of calcification was unstable, while the stiffer calcified plaque could reduce
the level of stress within the arterial tissue for a given inflation pressure. In this
research, the plaque and arterial vessel wall were assumed to be calcified without
rupture initially.

Software Hypermesh11.0 was used to mesh the vessel wall, plaque and the stent.
Both the vessel wall and the corresponding plaque model were meshed with the
tetrahedron element, which was relatively denser and would avoid the disturbance
of irregular structures in a realistic stenosis model.

Since the realistic model and the stent were deformed largely in the expan-
sion process, the stent was meshed with the linear tetrahedron element to prevent
deformed interference deformation, as shown in Fig. 3(a). The stent was positioned
inside the stenotic coronary artery, and the combined mesh model was shown in
Fig. 3(b). The material of the vessel wall and the corresponding calcified plaque
were ideally linear elastic, isotropic and incompressible, while the material of the
stent was bilinear elastic−plastic. Detailed information of the combination was pre-
sented in Table 1.

Fig. 3. Mesh of the realistic model.
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Fig. 4. Geometry (a) and mesh (b) of the idealized model.

The stent was positioned inside the coronary artery. Then, uniform radial defor-
mation load was imposed on the stent’s inner surface along the radial direction to
simulate the expansion process. Furthermore, nodes belonging to the stent surface
were constrained in the tangential direction to avoid any rotation inside the vessel.
The artery was constrained in the section near the plaque to prevent any displace-
ments and rotations. The friction factor of the contact surfaces between the stent
and the vessel wall feature was 0.2 [Yang et al. (2008)]. Plaque and the vessel wall
were assumed to be bonded to ensure the models’ displacement.

The simulated loading steps were as follows. First: Stent expansion. After per-
cutaneous transluminal angioplasty (PTA), the balloon inflation was driven by dis-
placement analysis, where a uniform radial deformation was imposed to the inner
surface of the stent until the diameter is equal to 1.1 times the healthy vessel
inner diameter [Dordoni et al. (2014)]. At the end of this step, the deformation was
deflated, and the plaque and artery vessel wall were elastically recoiled.

Second: Diastole−systole cyclic loading. After being expanded in the stenotic
coronary artery, the stent underwent pulsatile loading produced from the oscilla-
tion of the internal blood pressure. The internal blood pressure oscillated between
80mmHg and 120mmHg from diastole to systole and was applied to the inner sur-
faces of the vessel wall. It was believed that the constitutive model response could be
converged after three loading cycles [Morlacchi et al. (2014)]. Diastolic heart filling
and systolic contraction steps were simulated for three cardiac cycles.

2.3. Establishment of an idealized model as the control group

To compare the effects of realistic vascular geometry on the mechanical and fatigue
properties of the stent, we established an idealized control group in which the
stenotic ratio of diameter was 46.3%. The geometry of the idealized model was
obviously uniform and symmetric, and other information and boundary conditions
were the same as the realistic coronary model. Detailed information of the idealized
model is presented in Fig. 4.

3. Results and Discussion

3.1. Influence of a realistic geometry : stress analysis

The deformation loading was deflated at the end of stent expansion. The plaque
and artery vessel wall were elastically recoiled, and consequently the stent protruded
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Fig. 5. Contours of the von Mises stress in the plaque and artery vessel wall (the arrow marks the
location of the maximum value).

towards the center of the lumen. Figure 5 showed the contours of the von Mises
stress in the stenotic artery vessel. The contours of the strain were quite similar (not
shown). The higher stress region of the plaque was located in the stenosis, and there
was a correlation between the stress distribution and the plaque geometric shape.
The stress distributed uniformly along the axis in the idealized model (Figs. 5(c) and
5(d)), and the distribution was different from that in the realistic model (Figs. 5(a)
and 5(b)). Quantitatively, the stenotic ratio of diameter turned to 30.8% in the
realistic model, while that of the idealized model was 27.2%. The peak of the von
Mises stress in the plaque was 6.06MPa in the realistic model (Fig. 5(a)), while
it was 4.46MPa in the idealized model (Fig. 5(c)). The relative error ratio was
about 26.4% on the basis of the former one. Figures 5(c) and 5(d) showed that the
difference of stress distribution of the inner vessel wall between the realistic model
and idealized model was obvious. In the higher stress region, the stress was mainly
about 1.13MPa–3.39MPa (Fig. 5(b)), while in the realistic model, it was mainly
about 0.56MPa–1.13MPa (Fig. 5(d)). The peak of the von Mises stress in the inner
vessel wall was 3.39 MPa in the realistic model, while in the idealized model, it was
1.13MPa. The relative error ratio was about 66.7% on the basis of the former one.
This revealed that the realistic geometric parameters greatly influenced the result
of the biomechanics.

According to some researches [Chua et al. (2004)], the stainless stents generally
have a good radial support ability of resisting radial contraction of blood vessels
under pulsation to ensure that the range of the vascular radius changes was less than
0.25%. Based on the above-mentioned situations, the fatigue behavior of stainless
steel was stress-controlled, and the stress contours in different stages (i) stent expan-
sion; (ii) systolic [120mmHg]; (iii) diastolic cyclic loading [80mmHg]) are depicted
in Fig. 6. After the stent expansion, the plaque and the artery vessel wall were elas-
tically recoiled. In this step, the high stress region was located in the stent struts
close to the calcified plaque. The peak of the von Mises stress was 413.8MPa and
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Fig. 6. Comparisons of von Mises stress in the stent under different conditions. Upper: realistic
model; Lower: idealized model. (a) After recoiling; (b) Systole; (c) Diastole.

was located at the bend of the crown (Fig. 6(a)). The low stress region was located
in the middle position of the bridging I-links. While in the idealized model, the
peak of the von Mises stress of the stent was 418.3MPa, and the exact position of
this peak changed although it was still located at the bend of the crown. The stress
distribution in the stent of the idealized model was symmetric. The maximum von
Mises stress was 405.7 MPa in the realistic model when the systolic pressure was
120 mmHg, as shown in Fig. 6(b). When the diastolic pressure was 80mmHg, the
position of the maximum von Mises stress changed, and the value was 407.9MPa, as
shown in Fig. 6(c). The maximum von Mises stress occurred in the expansion step.
In the idealized model, the maximum von Mises stress was 412.3MPa (Fig. 6(b))
and 413.167MPa (Fig. 6(c)).

By comparing the stress contours in different stages, the large deformation in
the expansion stage proved a potential factor in affecting fracture of the stent. In
addition, the von Mises stress in the stent of the idealized model was higher than
that of the realistic model. Thus, the realistic geometry parameters were proved to
be a relevant mechanical occurrence, including a realistic plaque which might affect
the risk of the static failure of metallic stents.

It was evident that the highest stresses were observed near the connectors
between the stent struts. This conclusion was similar to the findings by Zhang
et al. [2014] and Gijsen et al. [2008]. In addition, higher stresses were observed in
the stent struts close to the calcified plaque region, which was in agreement with
the finding of Schievano et al. [2010].

3.2. Influence of a realistic geometry : fatigue life analysis

The FDA recommends that Goodman analysis should be used to determine the
fatigue resistance of the stent to physiologic loading. Goodman fatigue life analysis
has been widely used for assessing the device fatigue resistance and providing an
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Fig. 7. (Color online) Goodman diagrams for fatigue analysis using the idealized model (blue) and
using the realistic model (orange).

indication of device chronic durability. The endurance limit for zero mean stress of
the 304SS material was assumed to be 186MPa while the ultimate stress was equal
to 520MPa [Li et al. (2013); Jayaprakash et al. (2013)]. We followed these data to
establish the Goodman diagram (Fig. 7).

Values of the effective mean and alternative stresses were calculated at the nodes
of the stent with a high von Mises stress. The red line in Fig. 7 referred to the limit
of the stent material. In theory, the closer the stress point was to the fatigue limit,
the more dangerous was the structure. As shown in Fig. 7, all the points fell below
the limit line of the material, which meant they were in safety. Compared with the
realistic model, the nodes in the idealized model were more scattered in the diagram
and some nodes were closer to the fatigue limit line.

Based on the mechanical analysis, the most dangerous 10 nodes in the realistic
model were selected, and the calculated data of the idealized model was compared.

Table 2. The fatigue performance parameters of the most dangerous points.

Predicted number of cycles to failure Fatigue life (a) FSF

Using the Using the Using the Using the Using the Using the
realistic idealized realistic idealized realistic idealized

Number model model model model model model

1 5.57E+08 4.80E+08 14.66 12.63 1.35 1.34
2 7.57E+08 6.39E+08 19.92 16.82 1.36 1.35
3 8.91E+08 9.09E+08 23.44 23.92 1.37 1.38

4 1.03E+09 1.00E+09 27.05 26.32 1.39 1.39
5 1.08E+09 9.56E+08 28.34 25.15 1.39 1.38
6 1.81E+09 1.45E+09 47.74 38.24 1.43 1.41
7 2.90E+09 2.39E+09 76.29 63.03 1.46 1.45
8 3.00E+09 2.78E+09 78.99 73.25 1.47 1.46
9 3.26E+09 2.02E+09 85.72 53.03 1.47 1.43
10 3.29E+09 2.25E+09 86.63 59.19 1.47 1.44
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The data of the most dangerous points predicted by these two models was shown
in Table 2.

According to the ascending order of fatigue life rate, the predicted cycles to
failure of the most dangerous point were 5.57 × 108(14.7 years equivalent) in the
realistic model, while that in the idealized model were 4.80× 108(12.7 years equiv-
alent). The relative error ratio was about 13.8% on the basis of the former one.
We also calculated the FSF, which was defined as the ratio of the strain amplitude
against the modified endurance limit, and a FSF less than 1.0 indicated the stent
fatigue failure. The trend of FSF was similar to that of the fatigue cycle, while the
fatigue cycle quantified the proximity of the mean strain and strain amplitude at
the given integration points to the Goodman failure line. In addition, the prediction
of FSF in the realistic model was higher (Table 2). The difference between these two
different models indicated that it was necessary to analyze mechanical parameters
and fatigue life by using a realistic model.

4. Conclusion

In this study, the interaction of the stents, the plaque and the vessel wall in a
realistic model and an idealized model were simulated. The von Mises stress in the
stent was similar in these two models. The maximum stress during the expansion
and recoiling stages was always located at the inner bend of the crowns. However,
the von Mises stresses in the plaque and in the vessel wall varied largely in different
models. Based on the mechanical analysis, the effects of cyclic loading on stent
fatigue rupture were investigated. To evaluate the fatigue performance accurately,
we recommend using the realistic coronary stenosis model. This study also provides
an approach to select and position a stent to minimize the risk of fatigue fracture.
In fact, this is a general approach and not limited to 304 stainless steel, and further
applications should focus on other metallic materials.

This study can be improved by the presence of some limitations. From a mod-
eling point of view, the absence of the balloon had an influence during the inflating
process, and the influence of residual stress in the process of crimping was ignored.
We also found that the effects of different properties for vessel and plaque materials
on the stents’ mechanical fatigue should not be ignored. Future research is devoted
to removing this assumption to have a more realistic description of the stent fatigue
prediction. In addition, the influence of the cardiac wall movement on the stent
fracture should be taken into account in future works. In this paper, material data
cited as the strain-based Goodman fatigue life analysis were from several references.
We need more material tests to get the material data to acquire results that are
more accurate.

The information in the present study may be helpful in predicting the stent strut
fracture and assessing the fatigue life for a coronary stent. This study may eventually
help designers to optimize the stent geometry structure and help physicians with
their diagnosis and intervention surgical decision-making process.
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