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ABSTRACT
This study represents a label-free immunoassay for carcinoembryonic
antigen (CEA) by microfluidic biosensor based on imaging ellipsome-
try (BIE) and its application is further validated by clinic sera. The
sandwich format of analysis configuration was adopted, in which
Rat-mAb was served as capture antibody, rabbit anti-CEA polyclonal
antibody (rabbit-pAb) as detection antibody and goat anti-rabbit IgG
(goat-IgG) as an enhancer added to increase detection signal. The
methodology includes rat-mAb concentration screening, rabbit-pAb
and goat-IgG concentration optimization, creation of dose-response
curve and determination of cutoff value. Results show the linear
range is from 4.0–64.0 ng/ml with a lower limit of 1.0 ng/ml (S/N¼ 3).
Application of the BIE to clinic samples demonstrated that the rela-
tion coefficient is 0.94 and substantial agreement with the results of
ECLIA’s (Kappa ¼ 0.733, U¼ 4.35 > U0.01). The proposed method
exhibits the potential for application.
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1. Introduction

Carcinoembryonic antigen (CEA), a glycoprotein of approximately 180KDa molecular
weight [1], is often served as tumor maker relating to colon carcinomas [2], breast can-
cer [3], pancreatic cancer [4], lung cancer [5], and gynecologic malignancies [6]. Its
highly sensitive detection and accurate analysis in serum is very important for cancer
diagnosis and management. To date, various immunoassays, such as radioimmune
immunoassay [7], Enzyme linked immunosorbent assay (ELISA) [8]and chemilumines-
cence immunoassay (ECLIA) [9], have been developed for CEA detection. Although
possessing high sensitivity and excellent specificity, in many cases, these methods could
still not meet the requirements of rapid and high throughput detection when large
quantity samples in hospital to be analyzed. Furthermore, some of them might suffer
from troubles of labeling annoyance by enzyme [10], radioactive substances, fluores-
cence tags [11], or metal nano-particles [12]. Contrary to above mentioned techniques,
label-free method offers advantages as a direct means of detecting protein-protein
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binding. Surface plasmon resonance (SPR), electrochemical-impedance (EI), atomic force
microscopy (AFM) and quartz crystal microbalance (QCM) have ever been reported to be
suitable non-labeling detection methods. Although SPR technique matured to become a
versatile tool, it is usually troubled by fabricating a glass based metal substrate due to an
interface for generation of surface plasmon is required [13]. Electrochemical-impedance is
difficult to realize high throughput. AFM manipulation has the disadvantages of destruc-
tive to sample and specific work environment. The major drawback of QCM is that the
manipulation is often operated in dry air or nitrogen in order to guarantee identical con-
ditions before and after each measurement of the process [14]. Thus, it is difficult to
obtain an immunoassay with advantages of label-free, good sensitivity and easy operation.
Biosensor based on imaging ellipsometry (BIE), a label-free and nondestructive char-

acterization technique for thin layer [15, 16], has greatly progressed since the concept
put forward in 1995 [17]. It is a direct optical visualization method that offers a distinct
graph for qualitative or quantitative analysis. Compared with above-mentioned techni-
ques, BIE has advantages of rapid, high sensitivity and simplicity [18–20]. BIE has
already been successfully applied in the field of monitoring antigen-antibody kinetics
[21], bacteria examination [22] and virus detection [23, 24].
Here, we describe a label-free immunoassay for CEA detection utilizing BIE system

with sensitivity of 1.0 ng/ml. The assay strategy is that anti-CEA monoclonal antibody
(rat-mAb) is firstly immobilized on modified silicon wafer, after CEA captured, rabbit
anti-CEA polyclonal antibody (rabbit-pAb) was added to combine with the captured
CEA and goat anti-rabbit IgG (goat-IgG) as an enhancer subsequently delivered to com-
bine with the bounded rabbit-pAb. The combined protein amount can be measured
quantitatively by imaging ellipsometry. The ensemble of methods including rat-mAb
concentration screening, rabbit-pAb and goat-IgG concentration optimization, antigen
reaction time are described. In clinic application perspective, cutoff value for colon can-
cer diagnosis is determined and diagnosis value is also validated.

2. Materials and methods

2.1. Reagents

Silicon wafers were purchased from General Research Institute for Nonferrous Metals
(China). Human carcinoembryonic antigen (CEA), Rat anti-human CEA monoclonal
antibody (rat-mAb), rabbit anti-human CEA polyclonal antibody (rabbit-pAb) and
goat anti-rabbit IgG (goat IgG) were purchased from KangWei Co. Ltd. (China). 3-
aminopropyltriethoxysilane (APTES) and Glutaraldehyde (GA) were from Sigma. Fetal
bovine serum (FBS) was from DingGuo Co.Ltd (in China). Other used chemicals were
analytical grade or better. Water was obtained from a millipore Milli-Q ion exchange
apparatus. Phosphate-buffered saline (PBS, pH 7.4) was prepared in deionized water.

2.2. Bie system

BIE system consists of microfluidic array system and imaging ellipsometry (IE). The
microfluidic array system is used for surface patterning and array fabrication. IE is used
for reading the protein array. A polydimethylsiloxane (PDMS) template in microfluidic
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array system contains an 8� 6 cell array. When silicon wafer was attached onto the
template, 48 individual chambers are formed independently. Each chamber has two
access holes, namely, an inlet and an outlet, for solution passage. Solution can pass in
and out of the chamber for oriented delivery through Teflon tubes connection. Protein
solutions are delivered individually to different cells under the negative pressure gener-
ated by micropump (24 channel, ISMATEC, Switzerland. www.ismatec.com) so that the
surface is patterned homogeneously and simultaneously in array format [25]. Then, 48
protein dots were patterned regularly on silicon wafer surface.
Imaging ellipsometry was used for the visualization and quantification of the protein

adsorption layer on the surface of silicon substrate. It is a powerful tool for optical char-
acterization of thin film and very sensitive to significant change in optical parameter
with a sub-nanometer resolution of vertical [26]. During experiments, the optical com-
ponents in the system are adjusted to fulfill the null conditions on a silicon wafer with-
out any adsorbed protein layers and to measure the adsorption layer thickness when the
protein was adsorbed. Under this condition, the detected signal density I is related to
the thickness (d) of the protein layer according to I ¼ kd2, where k is a constant [27].
Meanwhile, there is a relationship between surface concentration and film thickness:
surface concentration (lg/cm2)�k� d(nm), where k¼ 0.12.The ellipsometry image was
focused on the protein area of the CCD camera. A digital image was grabbed by and
stored in a computer with a grayscale format (8 bits, 0–255 grayscale) for further evalu-
ation by image-processing software of the program.

2.3. Anti-CEA monoclonal antibody immobilization

Silicon wafers were firstly rinsed thoroughly by deionized water. Then, silicon wafers
were made hydrophilic by immersion into the mixture solution of H2O2/H2SO4 (1:3, v/
v) for 30min. The oxidized silicon wafers were subsequently incubated in a mixture of
3-aminopropyltriethoxysilane (APTES) and ethanol solution (1:15, v/v) for 2 h. This
step makes the silicon wafers carrying a layer of –NH2 densely. Next, the silicon wafers
were placed in a solution of glutaraldehyde (GA) in PBS (1:10, v/v) for 1.5 h [28] incu-
bation. The prepared silicon wafers were at last stored in 4�Crefrigrator for use.
Rat-mAb immobilization was carried out using 48-channel poly(dimethylsiloxane)

(PDMS) patterning template prepared as described previously [25]. 20 ll rat-mAb was
deposited onto the modified silicon wafer by microfluidic channels for 20min incuba-
tion. Each channel was subsequently rinsed by 100 ll PBST (PBS containing 0.05%
Tween-20) for 10min. For decrease nonspecific adsorption, all channels were blocked
by bovine fetal serum (FBS, 1:10) at 1.0 ll/min for 30min. Then, the capturing layer for
CEA detection was achieved.

2.4. CEA detection

The procedure in general for CEA detection includes the following steps: first, 20 ll
CEA reference or sample was dispensed to the channel at 1.0 lL/min for 20min. The
channel was then rinsed by PBST at 20 ll/min for 5min. Later, rabbit-pAb was added
to combine with the captured antigen at 1.0 lL/min for 15min. After washed by PBST
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at 20.0 ll/min for 5min again, goat IgG was delivered to combine with the rabbit-pAb
at 1.0 ll/min for 15min. Finally, the silicon wafer was taken out of the template and
rinsed intensely by deionized water and dried under a stream of nitrogen. The total
assay time for CEA was approximately 60min.

2.5. Serum application

Sera were aliquoted and stored at �75 �C until the time of analysis. For sample test, the
analysis was strictly complied with the procedure established. Each sample was tested
twice and the mean was calculated. Meanwhile, the sera were measured by ECLIA
according to the specification.

2.6. Statistical analysis

Parametric results of healthy and patient group were expressed as mean ± standard devi-
ation (SD) and difference between groups was compared by independent-samples Test.
Results comparison between BIE’s and ECLIA’s made using bivariate Spearman’s correl-
ation test (A P value ﹤ 0.05 was considered as statistically significant). Agreement was
performed by kappa analysis.

3. Results and discussions

3.1. Optimization of analytical conditions

Serial diluted rat-mAb (40.0, 80.0, 100.0, 120.0, 140.0 and 160.0 lg/ml) were dispensed
to the glutaraldehyde surface. We observed that the saturation was gradually arrived at
140.0lg/ml upward. Subsequently, these immobilized antibodies were separately com-
bined with CEA with the same concentrations of 4.0 ng/ml. The maximum grayscale
change was served as the criterion to evaluate the best suitable concentration. It was
found that 120.0ug/ml has optimum antigen binding capacity.
Concentration of rabbit-pAb and goat-IgG were systematically optimized. Rat-mAb

was firstly immobilized on aldehyde surface, then, CEA with 4.0, 8.0, 16.0, 32.0 and
64.0 ng/ml were added to combine with immobilized rat-mAb. Later, rabbit-pAb of 1:5,
1:10, 1:15, 1:30 and 1:50 were added to combine with captured CEA and goat-IgG of
1:10, 1:20, 1:30 and 1:40 were delivered to combine with rabbit-pAb for optimization of
optimal dose response and best detection limit. There was a significant difference in
efficacy of different concentrations of rabbit-pAb and goat-IgG for grayscale response.
For rabbit-pAb, dilution rate <1:15 results in a narrow dynamic range. Dilution ratio
exceeding 1:15 generally leads to disturbance with the assay results as its high viscosity
in microfluidic system, which also previously noted by other researchers. When goat
IgG was introduced, 1:20 dilution ratio generates grayscale response with a desirable
detection range and a preferable detection limit. Since the output signals from CCD
camera were limited to the range 0–255, we select 1:15 of rabbit-pAb and 1:20 of goat-
IgG as work concentration.
The influence of the reaction time on grayscale response was also investigated. When

the antigens reach the capturing layer or rabbit-pAb and goat-IgG reach the antigens sites,
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it takes time to form antigen-antibody complex. The incubation time was 5, 10, 15, 20, 25
and 30min, using the same CEA concentration (100.0 ng/ml) to evaluate the effect. The
grayscale response observed with the incubation time up to 20min and after that the reac-
tions steadily reach to equilibrium. Therefore, the incubation time of 20min was adopted.

3.2. Calibration curve and sensitivity

Dose-response of CEA was obtained according to optimized reaction conditions.
Figure 1 illustrates a representative ellipsometric platform (1A) and analysis system(1B).
Figure 2 represent a typical protein square dot after sample application. It shows that
protein dots turn brighter with raised CEA concentration (Figure 2A). Dot 1 was served
as antibody control and dot 2 as blank control(BSA blocking). The CEA concentrations
from dot3-12 were 0.0, 1.0, 2.0, 4.0, 8.0, 16.0, 32.0, 64.0, 128.0, 256.0 ng/ml, respectively.
The grayscale image can be transferred into three-dimension distribution for intuitionis-
tic observation (Figure 2B). The tests were performed in three independent tests, and
the mean grayscale value was used for a nonlinear regression analysis. By 4-parameter
logistic algorithms, a dose-response curve was obtained in Figure 3. The curve can be
represented by the regression equation: Y ¼ �29.3þ 93.6logX (R2 ¼ 0.989, P < 0.01),

Figure 1. The illustration of Bie system. (A) imaging ellipsometry system and (B) array fabrication and
microfluidic system.

Figure 2. Typical dose-response ellipsometric image (A) and corresponding three-dimension distribu-
tion map (B). dots 1 and 2 were served as antibody and blocking control, respectively. Dots from
3–12 were CEA with 0.0, 1.0, 2.0, 4.0, 8.0, 16.0, 32.0, 64.0, 128.0, and 256.0 ng/ml, respectively.
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where Y denotes the grayscale value and X is the logarithmic transformation of
CEA concentration (ng/ml). The minimum detection limit can be as low as 1.0 ng/ml
(S/N¼ 3). The linear range was 4.0–64.0 ng/ml (Inset).

3.3. Reproducibility, accuracy, selectivity and stability

As there were no existing validation guideline for biomarkers and protein array, the
reproducibility of the immunoassay was investigated using the Food and Drug
Administration (FDA) regulatory guidelines for pharmacokinetic assay validation [29].
The reproducibility was assessed by CV%, defined as CV%¼r=�x �100%, wherer is
standard deviation and �x is mean grayscale value. The assessments were conducted by
three quality control sera with low (8.2 ng/ml), middle (30.6 ng/ml) and high (58.7 ng/
ml) CEA concentrations. The intra-slide and the inter-slide reproducibility were 6.1%,
8.2%, 9.1% and 14.2%, 9.8% and 13.4%, respectively.
Accuracy was appraised by spike recovery test that a known amount of analyte was

added (spiked) into the natural test sample matrix and its response was measured
(recovered) in the assay by comparison to an identical spike in the standard. We
employed a sample without CEA to perform the test by adding 0.0, 10.0, 20.0 30.0 and
40.0 ng for recovery rate calculation. The range was from 94.9% to 107.0%.
Selectivity was evaluated by three similar tumor markers including alpha-fetoprotein

(AFP), carbohydrate antigen 199(CA199), carbohydrate antigen 242 (CA 242) and a
common protein human serum albumin (HSA) in this study. The results were shown in
Figure 4. The cross reaction rates of all tested substances were no more than 5.0% com-
pared with 100 ng/ml CEA.
The stability of the prepared silicon slide was tested over a week period, when they

were stored in the refrigerator at 4 �C, it retains 94% of its initial ability for antibody
loading and antigen binding capacity.

Figure 3. Calibration curve of the grayscale values vs. CEA concentration obtained under optimized
assay conditions. Data were three independent tests and the mean value was calculated. Inset shows
linear calibration curve.
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3.4. Cutoff value determination

As we all known, sensitivity and specificity, which are defined as the number of true
positive decisions/the number of actually positive cases and the number of true negative
decisions/the number of actually negative cases, respectively, constitute the basic meas-
ures of performance of diagnostic tests [30]. Different cutoff levels produce multiple
pairs of sensitivity and specificity values. One can draw a graph using the sensitivities as
the y coordinates and the 1-specificities as the x coordinates. A receiver operating char-
acteristic curve (ROC) can be generated and the area under ROC can be used for evalu-
ation of diagnosis value. Herein, cutoff values were determined by referring to ROC
with the help of pathology test as reference criterion. Discrete grayscale changes (DG)
were selected as cutoff value (“threshold”) to count true positive or false negative for 49
patient samples and true negative or false positive for 100 healthy samples. The true
positive fraction, false positive fraction and Youden’s index were then tabulated in
Table 1. When the Youden’s index reached maxima, the corresponding variation in
grayscale value was taken as the best cutoff value [31]. The best cutoff point was deter-
mined 10.0, where the sensitivity is 0.57 and the specificity is 0.49. After grayscale trans-
ferred into mass concentration, the corresponding value was 5.8 ng/ml.

3.5. Serum testing

Total 49 sera samples from colon cancer patient were used for a preliminary study. We
also collected 100 serum samples from healthy as negative control. The CEA distribu-
tions (by BIE) of the healthy group and the patient group are shown in Figure 5. There
is a significance difference of grayscale change between healthy (5.32 ± 4.16) and patient
group (28.57 ± 16.57) (F¼ 108.24, P< 0.01). After transferred into mass concentration,

Figure 4. Selectivity of Bie evaluated by CEA (32 ng/ml), BSA (1ug/ml), CA242 (100 ng/ml), CA199
(100 ng/ml) and AFP (100 ng/ml).
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CEA in healthy group are mainly in the scope under 10.ng/ml while in the scope
20.0 ng/ml upward in patient group. The positive rate for healthy and patient group are
10% (10/100) and 69% (34/49), respectively. Both positive rate and serum level of CEA
in patient group were significantly higher than that in healthy group. The area under
the ROC curve for differentiating people with cancer from healthy were 0.877 (95%
confidence interval, 0.69–0.919) for the BIE test and 0.892 (95% confidence interval,

Table 1. Cutoff values for CEA detection. The variation in grayscale value for CEA detection is above
then negative control. TPF is true positive/true positive fraction; FPF is false positive/false positive
fraction; positive likelihood ratio is TPF divided by FPF (TPF/FPF); youden’s index is TPF minus FPF.
The cutoff value for disease diagnosis is indicated by the line with boldfaced italics.
�G TPF FPF Positive likelihood ratio Youden’s index

1 0.97 0.91 1.07 0.06
2 0.93 0.75 1.24 0.18
3 0.89 0.65 1.37 0.24
4 0.85 0.55 1.55 0.30
5 0.79 0.44 1.79 0.35
6 0.76 0.35 2.17 0.41
7 0.74 0.3 2.47 0.44
8 0.72 0.22 3.27 0.50
9 0.69 0.16 4.31 0.53
10 0.67 0.11 6.09 0.56
11 0.64 0.09 7.11 0.55
12 0.60 0.09 6.67 0.51
13 0.57 0.07 8.14 0.50
14 0.57 0.06 9.50 0.51
15 0.55 0.03 18.33 0.52
16 0.54 0.02 27.00 0.52
17 0.51 0.01 51.00 0.50
22 0.46 0.00 / 0.46

Figure 5. Grayscale changes for healthy group and patient group samples measured by Bie.
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0.776–0.998) for the ECLIA test. It signify this method hold the potential for large-
scale screening.

3.6. Comparison with ECLIA

The quantitative results by BIE against by ECLIA (which was often taken as “gold
standard” in clinical application were plotted. As shown in Figure 6, the correlation can
be described by the equation: y¼ 2.42þ 0.88x, (n¼ 49, R2 ¼ 0.988, p < 0.01). Using
the Kappa analysis to measure the agreement [32], there is a middle agreement for diag-
nosing colon cancer between two methods (Kappa ¼ 0.535, U¼ 2.729 > U0.01).

4. Conclusion

To summary, Rat-mAb was covalently immobilized on modified silicon substrate and a
capturing layer was achieved after BSA blocking. Then, rabbit anti-CEA polyclonal anti-
body was added to combine with captured antigen and goat anti-rabbit IgG was added
to combine with rabbit polyclonal antibody. Results can be measured directly by imag-
ing ellipsometry. The proposed method has a detection limit of 1.0 ng/mL. The detec-
tion time is approximately 60min. Preliminary application demonstrated that it has an
area under ROC of 0.877 to distinguish between colon cancer and healthy sera. The
proposed method has a substantial agreement with ECLIA’s and the potential for large-
scale serum screening.
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Figure 6. Correlation of CEA levels in sera between conventional ECLIA method and the Bie method.
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